[Confirmation of pipetting performances for fully-open automatic biochemistry analyzers].
This paper introduces a kind of evaluation method in pipetting performance on new fully automated biochemistry analyzers by experiments. The performance of sample pipetting volume is confirmed by dye dilution method, the performance of reagent pipetting volume and dummy volume is done by weighing method. Meanwhile, researches and comparative researches on dummy volumes in different conditions have been made, providing valuable reference for clinical applications of automatic biochemistry analyzers.